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During 1960 the ySR Research Program at Virginia Stata University 
oonoantratad upon atudiaa of ferromagnetic materials , primarily diluta 
alloya of iron, and iron crystala undar atraaa. These experiments wara 
dona at tha TRIUMF cyclotron in Vancouver, British Columbia, and at the 
SIN cyclotron in Villigan, Switzerland. 

We have continued to analyze tha data taken at TRIUMF on tha tempera* 
ture dependence of tha interstitial magnetic field observed by the y + 
in Fa (Mo), Fe(Nb), and Fe(Ti), and the room-temperature studies of Fe(V), 
Fa(Cr), Fe(Mn) , Fe(Ta), and Fe(W). 

Tha Fa (Mo) data indicate that tha affect upon the contact hyperfine 
field in Fa due to the introduction of Mo is considerably less than that 
expected from pure dilution, and that the u* are attracted to the Mo im- 
purity sites. 

The Fe(Nb) data are difficult to interpret because this is a two-phase 
alloy, Fe^’ (Fe^Nb) ^_ x - There is a significant change in with Nb concen- 
tration, however, and the impurities are clearly attractive to the y + . 

These results suggest that strain fields may play a role in B^, or that 
there may be weak trapping along grain boundaries. 

The Fe(Ti) data, for which precession could clearly be observed only 
at 468K and above, showed that the Ti impurities are attractive to y + , and 
that the magnitude of is reduced far beyond the amount expected from 
pure dilution. 

The room temperature data show that is greater than that observed 
in pure Fe, when Cr, W, or Mo is introduced into the crystal, but is smaller 
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| whan Ta, Mn ( V, or Mb ic introduced. Thoro seems to bo a corralation with 

\ tho also of tho imparity atom, which further suggests that a train fialda 

may bo playing a role. 

> We have alao atudiad tho change in By in Fe with tho introduction of 

Go and Si. increaaaa with incroaaing concentration of both, behaving 
much like the Fa (hi) alloy. We alao found that tho ahape of tho By (T) curve 
for Fa (Go) changea markedly with annealing. Hie magnitude of By ia larger 
at low temperaturea and amaller at high temperatures after the sample has 
been annealed. This again suggests that strains and defects are playing a 
role. 

All of the experiments described above were done at TRIUMF in colla- 
boration with A. S. Arrott et al. of Simon Fraser University, W. F. Lankford 
of George Mason University, A. T. Fiory of Bell Laboratories, and W. J. 
Kossler of the College of William and Mary. A paper on Fe alloyed with the 
transition elements is in progress and will be included in the next report. 

The study of strained Fe crystals showed that when strained to the 
elastic limit By is reduced by 33 gauss, and the relaxation rate of the pre- 
cession signal increases by 47%. A more detailed experiment with oriented 
crystals and a strain apparatus for which the temperature can be varied is 
being planned for March 1981 at SIM. The preliminary experiment was perform- 
ed at SIM in collaboration with W. J. Kossler cf the College of William and 
Mary, and B. D. Patterson, P. F. Meier, and W. Kundig of the university of 

| Zurich. 

i 

f 

t B was measured at room temperature in a number of Fe alloys at SIN. 

i y 

i These include Fe(si), Fe(Ti), Fe(Ge), Fe(Cr), and Fe (Mo) . These results are 
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consistent with those obtained at TRIUMF, and will be incorporated into a 
future paper. Plots of the preoession spectra are included as an appendix 
to this report. 

A paper on "Current techniques in muon spin rotation experiments" was 
accepted by the journal Nuclear instruments end Methods in November 1980. 

A preprint is included as an appendix to this report. 

the principal investigator went to TRIUMF to perform experiments in 
November 1979, March 1980, August 1980, and November 1980. He also attended 
the Second International Topical Meeting on Muon Spin Rotation during the 
August trip. He want to SIN in July 1980 for the strained-Fe crystal and 
alloy experiments. 

One major piece of equipment, an Qrtec 934 four-fold constant fraction 
discriminator, was purchased during the year. 

The construction of a low-energy ir/u channel at the Alternate Gradient 
Synchrotron of Brookhaven National Laboratory is expected to be completed 
in September 1982. This project was delayed for a year because of problems 
associated with the ISABBLLB facility, but no additional delays are expected. 
When this beam comes on line we will concentrate our tiSR work at Brookhaven 
and reduce our travel to TRIUMF and SIN. In the meantime, the collaborations 
at TRIUMF and SIN have been most successful and we expect thorn to continue 
in like manner for the next eighteen months. 

A part-time graduate student at VSU, Kevin R. Squire, has been working 
on this project, beginning in November 1980. He is concentrating on data ana- 
lysis. 
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ABSTRACT 


Experimental techniques in muon spin rotation are described and the 
principles governing the measurement and optimization of the precession 
signals are analyzed* Emphasis Is placed on the description of the Important 
experimental considerations for performing such experiments and the 
accessibility of this technique to condensed matter and maonlum chemistry 


research 


Current Techniques in Huon Spin Rotation Experiments 


1* Introduction 

In recent yeers there hes been rapid growth in won spin rotation (uSR) 
research with an accompanying increase In the sophistication of Che 
experimental techniques being applied* Excellent reviews of basic USR theory 
and application to current problems are available. However, as this 
approach to the study of solids and liquids becomes increasingly widespread, a 
systematic review of current experimental techniques and limitations should be 
useful to experimenters considering the use of uSR in the characterization of 
materials under study by ocher means* It is also hoped that this review will 
prove useful to those who are considering entering the growing field of uSR 
research* 

Briefly, uSR is carried out with a beam of spin polarized wons obtained 
from the decay of plons produced in the production target of a proton 
accelerator^ and stopped in the sample under investigation* The precession of 
the muon spin in the local magnetic field of the sample and its subsequent 
decay provide a non-descructlve probe of the solid state based on principles 
similar to those of perturbed angular correlations* This application of 
nuclear physics techniques to the study of solid state and chemical physics 
provides information that is also analogous to that obtained by nuclear 
magnetic resonance (NMR) and Mo'ssbauer experiments* He will describe the 
basic uSR technique in some detail and discuss some of the capabilities of 
currently available instrumentation as well as ways to optimize the sample- 
dependent contribution? V: the amplitude of the precession signal* 
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Fundgnentala 

The usefulness of the nuoa la uSR Investigations depaada oa lea parley 

vlolaelag decay: 

+ + 

w“ ♦ a* + v + v (1) 

with a lifetime of 2.19713 X lCT 6 aae. 

Tha aagular dlaerlbueloa of eha alaeeroaa or poaleroaa la glvaa by 
&(9) « 1 + acosd (2) 

which rasules from weak lataraceloa theory aa deacrlbad for example la 
Fraueafelder aad Henley's text.* The dacay asymmetry haa a value of a ■ 1/3 
whan all positron energies are Included. This distribution and the shape of 
the positron energy spectrum are shown In Figures la & lb.* 

For bare muons the distribution processes la a local magnetic field with 
the Larmor frequency: 


2p B 
u ■ u 


where ■ the muon magnetic moment, 
and V.. 


- 42.568 


kHz 

Gauss 


(3) 

(4) 


The precession frequency of the muon spin then gives the average local 
magnetic field, B. However, In materials, different muon processes are 
encountered depending on the electron density and magnetic character of the 
host. In nonmagnetic conductors the electron spin correlation time la 
sufficiently short that the muon behaves as though It were nearly bare, and 
the precession frequency la given by the above expression.* 

On the other hand, In Insulators or semiconductors muonlum (U + e") la 
formed, which precessea at a rate: 
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where V_ le che muonlua magnetic moment 


end 


-h 


1.394 
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( 3 ) 
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Here the muonlua magnetic moment le governed primarily by the larger magnetic 
moment of the electron. The muonlua frequency le eaally detected with modern 
instrumentation; for example , Gurevich, et al* have reported muonlua 
precession In Ice, quartz, and other materials. 

A survey of wSR applications to the study of chemical bonding, reaction 
rates and other areas of muon chemistry is available in a recent review 
paper, ® which Includes the use of gaseous and liquid targets. 


3. The Beams 

The muon beams used to date for pSR originate as secondary beams from the 
production targets of Intermediate energy (300*800 Mev) proton accelerators. 
Major facilities where these beams are available are listed in Table 1. 
Included also are the estimated fluxes from a proposed beam at the Brookhaven 
Alternate Gradient Synchrotron.* The general beam layout Is shown In Figure 
2 . 

At each of these facilities it is possible to produce muon beams of two 
distinct*** types. The first, which has been used for the vast majority of 
VSR experiments. Is the in-flight plon decay beam. To produce this beam, 
protons from a cyclotron or llnac strike a target producing a flux of plons 
and other secondaries. These plons are magnetically collected by quadrupole 
magnets into a long sol&nold or long channel of additional quadrupoles. The 
plons, with their relatively short lifetime of 2.6 x 10"* sec, decay Into 
muons according. to the expression: 
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± ± _ 

*“ ♦ y“ ♦ u (u). 

Those wont which srs emitted sad collscesd In ehs forward cons, rslselvs 
to ths plan's velocity, comprise a high momentum component, while those 
emitted In the beckward direction, a lower momentum component* At the end of 
the channel bending magnets provide the needed beam separation and momentum 
selection to focus the desired muon beam onto the target* Typically, the 
forward beam Is the more Intense while the backward beam Is more easily 
separated from the positive plons and thus provides less background 
contamination in the data* Muons in these beams range from SO MeV/c to ISO 
MOV/c and are elowed by degraders to stop In the sample under study* 
Polyethylene (CH^) is commonly used as degrader material, however, variable 
thickness water degraders conveniently allow rapid range curves and fine 
adjustments* Beam transport efficiency has been Improved with the use of a 
helium filled bag along the path, ^owever, transport through the experimental 
apparatus may be In air* 

The second type of beam Is the surface or Arizona beam named from the 
design of the first such beam used on the Berkeley 184 Inch 
synchrocyclotron, 10 * 11 The production geometry Is shorn in Figure 3* The 
Incident protons traverse the long dimensions of the target producing plons 
along Its path, many of which come to rest In the target* Those plons very 
near the targets' lde surface decay Into muons which have enough energy to 
leave the target to be collected Into a beam. Several bends are needed In the 
magnetic transport system to reduce the high flux of positrons and electrons; 
however, essentially 1001 polarized muon beams are obtained with approximately 
30 MeV/c momentum* High fluxes and small penetration distances Into the 
sample result In high stopping densities, allowing very small samples to be 
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used* The lover muon energy requires been transport In vacuum with e thin 
window at the channel end* 

4* Transverse Pie Id Measurements 

The |iSR experiments with positive muons may be divided Into two 
categories depending on whether the applied magnetic field Is parallel or 
transverse to the predominant spin polarisation of the Incident beam* In the 
latter case the semldasslcal Larmor precession model describes the dynamics 
of the process* A basic detector arrangement for the transverse field 
measurements Is shown In Figure 4* The B2 ti F coincidence, specifying a muon 
stopped in the target, provides the start signal for a high-frequency clock or 
e time- to- amplitude converter (TAC)* The stop signal for the clock or TAC Is 
provided by a subsequent positron detected In the forward detector F, or the 
annular detector A* B1 Is used for plle-up rejection as discussed In the next 
section* The monitor detector, M, which specifies muons entering the target, 
must mask the target dimensions and be smaller than the blank In the center of 
the annular detector. A* The use of an annular detector for the backward 
positron permits a minimum dead time of approximately 10 ni between the 
stopped muon and the first positrons detected* In the forward detector, F, 
the dead time Is limited by the width of the pulse used to veto a muon passing 
through the target, and Is approximately 10-20 ns wide* 

The logic diagram shown In Figure 5 Illustrates the basic data collection 
sydtem* Whet moderately Intense muon beams are available, logic requirements 
must be set to ensure that the muon In the target which triggered the start of 
the TAC la unambiguously associated with the stop signal from Its decay 
positron* They may be done most simply by using a plle-up gate for B1 and M 


S 


and also for F and A* If ona muon la detected within a praaac elno of anoehar 
(approximately four muon Ilf stints In our cast), tht gata on B1 or M provldas 
a pulsa to Inhibit tha TAC. Tha gata on F or A furthar raducts tha ambiguity 
by Inhibiting tha TACs If two positrons ara datactad within a tint span of 
four auon lifetimes* 

With this systaa tha daad tlaa batwaan tha stoppad nuon and tha positron 
In tha upstraaa positron datactor, B, la llaltad by tins Jit tar and walk In 
tha signals and by discriminator daad tins* Tha walk nay ba raducad with tha 
naa of constant friction timing discriminators to obtain nlnlnum daad tlaa 
whan It Is daslrtd to measure rapid depolarisation rates* With these units a 
minimum dead tine of 5*0 ns between successive pulses has bean achieved* As 
there are very few back scattered auons a veto Is not required for detector 
A* Even though the forward detector, F, Is dead tine Halted, It has the 
advantage of larger count rate because of Its potentially greater solid angle* 

In order to establish a true time zero for the stopped muon, which allows 
extrapolation to determine e true Initial or asymmetry of the 
oscillations, the coincidence vetos, F, and, B1 or M, can be removed* This 
permits the straight through muons to be detected providing a prompt spike In 
the spectrum* Tims calibration and linearity checks can be accomplished with 
a standard TAC calibrator or by using a time mark generator In random 
coincidence with a beam particle pulse as the start and stop signals for the 
TAC* Overall resolution of the system on the order of 0*5 ns can be achieved 
with the use of small area detectors *^ 

In very Intense beams which can be pulsed for short durations, 
stroboscopic techniques (Section 10) permit rapid data rates by allowing more 
than one auon In the target at a time* Here resolution depends on the width 
of the beam pulse* 
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Typical elm histogram for the time-differential method la shown In 
figure 6 for a vanadlun aanplo st throw different temperatures* The laporeent 
paramters of the data are deternlned hy leest squares fitting to the function 

H(t) - H(0)s" t/T y [ 1 + aP(t) cos <«t + «) ] + Bkg (8) 

where 

T y is the nuon lifetime 

w Is the radial precession frequency* 

6 is the geometry-dependent phase angle* 

Bkg Is the random background* 

a Is an asymmetry parsmter dependent on the experlnental 
setup* end 

P(t) Is the tine dependent depolarisation. sometimes approxim- 


ated as a Gaussian P(t) 


_ - 0 2 t 2 

- P~e ° * 


or exponential P(t) - ? 0 e“ Xt form* 


The Initial asymmetry F(0) In the oscillations Is defined at t • 0 and 
hereafter referred to elmply as the asymmetry, it can be determined by least 
squares fitting the parameter A - aP(0) in the above equation* This asymmetry 
Is* of course, dependent on several experimental paramters as we discuss 
later* It Is Important to Increase this parameter as much as possible to 
minimize the experimental run time needed to obtain accurate values of the 
precession frequency and the depolarization* For an asymetcy of 161 with 4 
million events In e 2046-channsl time histogram (Bus) * the important 
experimental paramters have been determined to about O.IX accuracy in the 
depolarization rate and 0*11 accuracy In the precession frequency In non- 
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magnetic attain* With • atop rata of 7000 auoos sec"* this requlraa about 40 
ainutas of running tlas with an event rata of 2000 sec"* and a eonvaralon 
efficiency of 75% routing Into two halvaa of tha pulaa halght analyser. Rapid 
data analysis with an on-line coaputar la aaployad to paralt aalaetlon of 
additional data polnta for lntaraatlng taaparatura or flald roglona while tha 
aanpla la atlll In place* Oalng tha POP 11/10, a non-linear laaat aquaraa fit 
ovar 1800 channala can ba obtalnad In about 12 alnutea* 

Zn both conductors and Insulators tha aaasuraaant of tha pracasslon 
fraquancy allows datsralnatlon of tha local aagnatlc flald in tha saapla. In 
aetals carefully designed experiments paralt tha aaasuraaant of Knight 
shifts**^ Useful lnforaatlon Is also obtained froa tha depolarization rata, 
which corresponds to the line width 'of HMR signals* For axaapla, the auou 
depolarisation can result froa tha dephaslng affects of lnhoaogenaous nuclear 
dipolar fields as the auon resides at a particular site* kecent results have 
suggaated that tha aachanlsa of » + diffusion la becoalng batter understood 
theoretically* ** In particular, tha role of defects Is found to ba 
significant* It Is apparent that USR should be a highly sensitive probe la 
tha study of impurity complexes In aetals*** 

5* The Longitudinal Field Technloue 

In longitudinal flald USR tha aagnatlc flald Is applied along tha auon 
spin direction* Here tha acronym Is more accurately read auon spin relaxation 
and the queatlty aeasurad la tha depolarization of tha spin enseable, 
analogous to tha longitudinal relaxation rata of MMR* 

A longitudinal relaxation function has bean Introduced by Tamazakl*®*** 
in which Ideally tha depolarisation Is given by: 
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V°> ♦ V 0) *r (t) " !, * <t) 

“ *,(0) - Sj(Q) ' UyU) ♦ H,(t) 

where Sf and Kg ara lntanaltlaa of decay positions In the forward and backward 
dlracelona respectively* This aaauaaa forward and backward count Ins 
affldanclaa are equal and chat Che background lncenalclea have bean 
aubcraeted. A typical detector arrangement to aeaiure these quantities la 
ahown la Figure 7* Here a B2 B1 M T/colncldence denoting a stopped muon, 
followed by a signal In one of the two annular datectora gives the rates In 
the above equation* 

The aeasureaents of interest are due to the perturbations In muon spin 
orientation by tranverse field conponents which Induce spin transitions 
between the forward and backward directions* The effect of a longitudinal 
field on the depolarisation provides useful Information on the depolarisation 
mechanism* Local atoalc dipolar fields, nuclear moments, diffusion rates and 
electric field gradients are among the effects that have been studied by this 
technique* 

If the muon Is stopped in an Insulator and muonlum Is formed, the y + e" 
hyper fine field In the sample may be studied* The transitions here are given 
by the Breit-Rabl formula where the transition energies are magnetic field 
dependent* Recent work by Brown, ct si* * at LAMPF has successfully studied 
hyperflne transitions of auonlum In quarts Induced by an applied Intense rf 
magnetic field* 

6* The Detectors and Radiation Background 

Most of the detectors presently used In USR experiments are plastic 
scintillators coupled with fast photomultiplier tubes* As uSk experiments are 
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often done in ’iigh applied magnetic fields, long light pipes are required 
between the scintillators end photomultiplier tubes for magnetic Isolation* 

In addition, aoft iron and high permeability metal shields are employed over 
the photomultipliers* To further reduce magnetic Interference RCA 8830 
photomultiplier tubes are often used* With these tubes It has been found to 
be advantageous to Increase the voltage on the first dynode from the 400 volts 
supplied by some commercial bases to 600 volts with 100 volts on each of the 
remaining stages* This reduces transit time dispersion and therefore Improves 
the timing resolution of the system* As higher Intensity beams become 
available, wire chamber detectors will provide Improved angular resolution and 
data collection rates. 

Magnetic deflection la another problem for both incoming muons and decay 
positrons In strong applied transverse magnetic fields* Careful analysis of 
optimum detector design and placement Is needed to optimize count rates over a 
range of high fields. Heffner et al. at Los Alamos and Uemura at TRIUMF 
have used fields up to 5 kG* It Is an advantage for high Intensity beams to 
use a two-detector telescope for each positron direction to further minimize 
the background, and Is employed at most laboratories today* 

The background Is attributable primarily to beam scattering, detection 
Inefficiencies, and to random chance coincidence from the background 
radiation* Normally It can be parameterized by a constant plus a term linear 
In time* In working with a highly pulsed beam with periodic time structure, 
the background may reflect the accelerator beam structure* An exponential 
background decay may also be present from highly pulsed beams, requiring a 
time dependence of the form 
Bkg - Ae " Yt +B, 
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where 1 1 e the characteristic background constant and A and B are fitted 
parameters* At low duty factor machines the background may be significantly 
higher and can produce artifacts In the data which effect the depolarisation 
rate measured in the sample* 

In particular when small samples are used, the background from cryostats 
or heaters may contribute signals Which have the same frequency as the sample 
but different depolarisation rates* It nay -be necessary to include an 
additional term in the expression for P(t) in equation 8 to account for this* 

An upstream degrader may also be used to absorb the plon contamination in 
the beam; however, the effect is usually minimal* Of greater Importance in 
reducing background is the placement of the beam collimation and shielding to 
prevent stray beams from hitting extraneous matter* When a 90* positron 
detector is used, care must be taken to Insure that it does not mask one of 
the other scintillators* Also, since vacuum ovens or cryostats must be easily 
Inserted and removed during the experiment, considerable care is necessary in 
counter design* 

7 • Magnetic Field Homogeneity and Stability 

Since much of the value of the uSR technique lies in its sensitivity to 
inhomogeneltles in the local magnetic fields of the sample, it is Important to 
reduce fluctuations and gradients in the applied field as much as possible* 
While a primary Helmholtz pair may provide the best homogeneity, it is usually 
necessary to add two additional secondary Helmholtz pairs to nullify stray 
magnetic fields from the earth and the transport magnets* An iron core magnet 
provides good magnetic shielding from stray fields but additional shimming may 
still be necessary* The shim iron should be of the same acceptability as the 
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core to permit e range of applied fields. Fringe fields from the last 
focusing qusdrupole magnet of the beam line are . substantially reduced by 
attaching a soft Iron face plate with an Iris for the beam. With all these 
corrective measures, the field homogeneity for a 23 cm gap "C" magnet can be 
reduced to ±10 mS/cm. Over a 6.0 cm target dimension, this contributes only 
about 1.0 kHz to the depolarization rate In paramagnetic samples. 

A Hall probe adjacent to the target has been used to sense drifts or 
fluctuations in the applied field. A feedback loop, using a bipolar power 
supply, can be used to provide correction currents to a small coll wound 
around the magnetic pole tips. With this system field stability of better 
than one part In 10* is readily achieved. Limitations Include the temperature 
stability of the Hall probe. 

8. Temperature Control 

The problem of maintaining accurate temperature control of the sample 
over the range from below 2K to above room temperature presents special 
problems In the beam environment that can be approached in two ways. One Is 
to use a thin window, liquid or gas flow, vacuum cryostat with a wire wound 
heater near the sample controlled by a feedtfck circuit which balances a 
temperature sensitive calibrated resistor on the sample with an accurate 
decade resistor. Alternately a closed cycle He refrigerator with the sample 
mounted on the cold tip has been used. An advantage of the first Is that 
lover temperatures can be obtained (down to 1.7K by pumping), and rapid 
temperature changes can be achieved. The closed cycle He refrigerator on the 
other hand has the substantial advantage of economy of operation. At 
temperatures above 77K, liquid nitrogen offers better cooling rates because of 


12 


its higher specific heat. Variable temperature control below 2°K can be 
achieved with a %a - *He dilution refrigerator* Hartman, et al have studied 
Al, Cu, and Al-Mn alloys at temperatures to 30oK with this technique at CERN, 
maintaining temperature stability with a heater controlled by feedback from a 
calibrated carbon resistor* 

The necessity of thin windows and compact apparatus also places design 
constraints on the ovens used to maintain samples above room temperature* 

These systems generally use a resistive heater controlled by a feedback 
circuit connected to a thermocouple on the sample* There are two basic 
variations In design* In one, the heater coll, thermocouple and sample are 
enclosed In a vacuum Jacket and sample temperature Is maintained by 
radiation* Considerable care must be exercised to provide uniform radiation 
to avoid thermal gradients In the sample* The other consists of using a gas 
flow over the heater coll and then around the sample* Here the gas flow tube 
and sample chamber are surrounded by a vacuum jacket and reflector to minimize 
radiative losses* The outer jacket may be water cooled from a constant 
temperature reservoir to aid temperature stability and to reduce heat flow to 
the nearby plastic scintillators* The latter system offers better temperature 
control because the heater current and gas flow may be varied independently# 
Temperatures up to 800°C have been achieved by Arrott et al* at TRIUMF. 

9* The Dependence of Asymmetry on Beam Dynamics and Target Parameters 

A muon channel in relation to the pion production target la shown in 
Figure 2. Along the flight path, which may vary from 2 m to 8 a, plons decay 
into muons according to ex presalon\7<}/with 100Z polarization In the pion 
center of mass frame* The degree of polarization In the laboratory frame 
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depends on Che angle of Che decay cone (decernlned by che field screngch in 
Che channel) , che oomencun slice selecced by Che bending magnec , and Che 
subsequenc colllmatlon* As less energedc muons are selected, Che 
polarlsaClon of che beam Is expecCed Co Increase since Che lower energy muons 
In Che laboracory frame correspond Co more dlrecdy backward decay of Che in- 
flight plons* Typical cone angles are 35° In che plon center of mass frame 
and 10° In che laboracory frame* 

There are two additional Influences on Che asymmetry which are determined 
by Che degrader and sample thickness* Because of Che beam dynamics just 
described, decreased degrader thickness tends to Increase the muon 
polarization because only the lower momentum muons are stopped in Che sample, 
even chough the total stop rate may ‘be reduced* If che sample Itself is 
comparable in thickness to che range straggling of che beam, decreasing Che 
degrader thickness may increase the asymmetry significantly* 

The second effect Is due Co Che energy dependence of che asymmetry in Che 
muon decay spectrum since Che high energy positrons have Che greater Intrinsic 
asymmetry, Figure lb* Therefore, Increased sample Chlckness has a beneficial 
effect In absorbing a larger number of lower energy positrons* When small 
samples are used, graphite Is sometimes used in fronc of Che posicron detector 
to accomplish che same thing* We now give some quantitative measurements of 
these effects* 

A 0*3 cm thick copper target was used Co measure Che asymmetry by fitting 
Che expression In Equation 7* The resulting asymmetry vs* degrader Chlckness 
is plotted In Figure 8* Increased degrader thickness corresponds to stopping 
initially higher energy muons which have a. greater forward component of decay 
momentum In the lab frame* Thus, one would expect the observed decrease In 
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i asymmetry with degradar thickness. The low asymmetry with 2*3 cm of degradec 

1 corresponds to stopping very low momentum muons » a significant fraction of 

\ ' 

which presumably are scattered from the magnets and shielding. With the 

K , 

I.* degrader adjusted for maximum stop rate, these muons are eliminated in normal 

| operation. 

It is seen that the effect of reducing the accepted muon decay cone in 
j the channel by allowing lower energy muons, l.e., those emitted more directly 

backward, to stop in the sample is to significantly increase the asymmetry by 
increasing the polarization of the beam. The potential benefit of this 
| optimization oust, of course, be weighed against a possible reduction in beam 

rate in each particular installation. 

> To measure the second effect a 3.8 cm sheet of graphite absorber was 

placed in front of a 90° positron detector. By comparing the resulting 
increased asymmetry with the reduction in count rate, due in both cases to 
preferential absorption of lower energy positrons, the advantage to the 
measurement of the significant experimental parameters can be determined. A 
. test run obtained a?(0) ■ .130(16) for no absorber compared to a 
aP(0) " .165(13) for 3.2 cm of graphite. It is evident that little is gained 
in this particular setup. However, the effect for each target and detector 
configuration should be tested, because self absorption in the target may be a 
major factor as is evident in the following discussion. 

, It has been noticed through numerous experiments that there seems to be a 

dependence of asymmetry on the atomic number of the sample material. To test 
this Z dependence, the asymmetries from six samples (Be, Al, V, Cu, Pb and U) 
of the same mass thickness were measured. Slight adjustments in degrader were 
used to maximize the stop rate in the sample, but all other parameters were 
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told fixed* Two different thicknesses of Cu, 5.5 g/cm* end 9*3 g/cm* geve 
Identical asyonetrles with this system verifying that the effect of the saall 
degrader changes Is negligible for these thick samples* The results are shown 
In Figure 9* A possible explanation for the observed reduction In asymmetry 
with Z lies In the energy dependence of large angle scattering of positrons In 
the sample* This derives from the following considerations: 

a) The critical energy, E e , above which brems£rahlung becomes the 

dominant energy loes mechanism over Ionisation Is Inversely 
proportional to Z: E c - 1600 mcVz*^ 

b) The magnitude of scattering angle Is very strongly dependent on the 

jo 

Z of the material in electron scattering from heavy nuclei* 

The consequence of this Increase In scattering angle with Z for higher 
energy positrons Is that the higher asymmetry positrons are preferentially 
scattered in the sample resulting In the dispersion of their Initial decay 
direction* Thus, the decay asymmetry Is effectively spread out and the 
resulting asymmetry In the measured oscillations is reduced with higher Z 
samples* 

10* Event Rates and Optimization 
A* Data Collection Rates 

Without going Into further details of the experimental arrangement 
it Is useful to see how one might maximize the data rates of uSR 
experiments* In this discussion we need to consider two types of experiments 
separately* In the standard setup the stopping muons are Individually 
observed with rejection events corresponding to either multiple muon stops or 
positrons detected within 3 or A V + lif times on either side of the muon 
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•top* In the other setup the Incoming muons ere modulated in time but not 
Individually observed* This latter stroboscopic technique has been used 
successfully by Schenck and others erf* SIN* 23 

To establish an upper limit for a practical data rate In the standard 
arrangement we can define P(lU) as the probability that a given U+ stopped in 
the sample does not have enother In a time Interval * t* This Is the eame 
probability that no additional muons arrive In an Interval 2t Which, If R is 
the 11 + stop rate, can be written: 

P(lu) » e" R2t (11) 

* 

The event rate E is then 

E - DR (1 - sT^y) e “ 2Rt (12) 

where D is the detection efficiency for the e + , Including solid angles* If we 
allow t *• 3T y and D - 1 (a number which can be at least approached) 

E - R(1 - e‘ 3 ) e " 6R (13) 

If E Is maximized with respect to R 

R « 1 / 61 ^ • 7.5 x 10* u + stops/sec, (14) 

and 

E ■ 2*8 x 10* events/sec* (15) 

It may be interesting to note that If R is dropped to 5 x 10*/sec E Is reduced 
to only 2.5 x 10*/sec* This lower stopping rate may in practice be a better 
estimate because of other sources of background* (For example, for some 
configurations, e+ traveling In the opposite direction from the Incoming y + 
would also appear as stops*) Further, this SOX decrease in stopping rate has 
only a 101 effect on the event rate* Thus, a maximum reasonable usable 
stopping rate is about 5 x 10*/sec« producing an event rate of 
2.5 x 10*/sec. It may be noted that surface beams provide somewhat higher 
flux and have the advantage of a range of only about 30 mg /cm 2 . 
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Stroboscopic methods esn utilise the Cull Intensity of the modern 
machines, but must use Cest muons es slower muons lose the required phase 
coherence within a beam pulse* A 900 mA proton beam will lead to 1*7 x 10® u + 
stops per gram* Nevertheless, it does give event rates sixty times that of 
nonstroboscopy* Further, If samples of 30 grams can be obtained. It allows a 
thousandfold Increase in data rate* The upper limit Is dictated by 
electronics considerations, typically It Is 10® muon stops per second* 

Longitudinal field studies are In general subject to the same count rate 
considerations of the nonstroboscoplc method; however, It often happens that 
the time dependence Is sufficiently slow that a structured beam could be 
used* For example. If the muons arrive In 100 ns pulses separated by 20 us 
one could again use much higher average intensities, limited only by the 
electronics. Of course, the depolarization structure would be convolved with 
the 100 ns beam burst time* 

B* New Fast Timing Techniques 

Fortunately, several new methods of charged particle detection look 
promising for greatly Improved timing resolution* The silicon surface barrier 
solid state detector la presently being made in large enough cross sections 
and Is thin enough to be useful In detecting both the muon and the positron In 
the same detector* The Inherent timing resolution currently available Is 
estimated to be approximately 100 ps, which Is compatable with the best 
presently available constant-fraction discriminators • 

Using the conventional photolithographic techniques of present-day 
technology, multi-element arrays of detectors can be fabricated on a single 
silicon wafer* With corresponding data storage arrays In the data acquisition 
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system, an axparlnant could track tha partlcla traj actor las enabling tha ouon 
stopping raglon to ba pin-pointed with good accuracy* Tha convantlonal Halts 
of baaa plle-up raj action would apply to only local raglons of tha sample, 
paralttlng tha axparlnant to aaka usa of tha auch hlghar overall atop ratas* 

In soaa experiments, for example. In tha datactlon of tha auonlua hyparflna 
pracesslon frequency, a somewhat higher background causes no serious 
problems* The hlghar data ratea would In fact ba needed In order to offaat 
tha lower probability of recording events when tha experimental time window Is 
much shorter than the muon lifetime* It Is likely that Che development of 
fast semiconductor devices will continue to surpass tha fastest photo- 
multipliers, which with high gain and a small area of cathode Illumination 
have presently achieved a resolution of about 300 ps* 

i 

Another device whose promise as a fast charged particle detector still 
awaits application In wSR Is tha multi-channel plate detector* This device 
consists of arrays of channels 13 to 30 um In diameter, where secondary 
electron multiplication occurs In the channel walls when a strong longitudinal 
electric field Is applied* High gain and rlsetlmes less than 200 ps have been 
reported for mlcrochannel plates* 

An Improvement on the data acquisition system described In Figure 3 makes 
use of a very high frequency clock to directly digitalise the time Interval 
between the muon stop signal and that from the decay positron* Clocks now 
available In the 1GHz range would permit 1 nsec resolution and offer the clear 
advantage of eliminating the analog step In the TAC-ADC system* ** As higher 
data rates become possible, the dead time In multichannel analyzers becomes 
Intolerable* 
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Microprocessor technology he* not yet been applied to Making the fast 
integrated logic devices which would be useful in these applications* The 
pace of innovation is hard to predict* but it is likely that faster 
discriminator and logic devices with nonollthlc design would be Incorporated 
into the uSR Instrumentation of the future* 

11* Conclusion 

We have given a brief review of the important experimental factors which 
auat be considered in planning a USR experiment and shown several maasursments 
that can be made to optimize effective data collection* As in any rapidly 
developing field* new techniques are constantly being applied; however* the 
basic simplicity of the experimental design should remain* 

We wish to acknowledge the fine support of tht> authors' USR research by 
the staff at SREL* where the results reported here were obtained* In 
particular* Robert Siegel* George Burtner* Calvin Hansen and Mark Flockhart 
contributed substantially to the success of our experimental program there* 

The work waa supported in part by Bell Laboratories* the Commonwealth of 
Virginia* the Department of Energy* the national Aeronautics and Spaca 
Administration* and the National Science Foundation* 
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Table I 


Comparison of u + fluxes at Intermediate energy proton machines* 


Facility 

CERN 

Swltz* 

TR1UMF 

B. C. 

SIN 

Swltz* 

LAMPF 
N. M. 

BNL 

N. T. 

Proton current (uA) 

4 

20 

80 

300 

2 X 10 12 
protons per 
pulse 

l» + Momentum OteV/c) 

124 

50 

120 

130 

200 

1» + Flux 

(aec“* cm" 2 l»A“*) 

50 

60 

2xl0 5 

8 

7 X 10 7 
total muons 
par 10* 2 
protons 


Table 11 






Comparison of 30 MeV/c surface 

muon fluxes 

• 



Facility 



SIN 

T&IUMF 

LAMPF 

Proton current (UA) 
+ 

V F1UX .1 _ 2 _1 
(sec 4 cm i WA A ) 



1000 

4xl0 5 (a) 

20 

200 ' 

300 

4000 


(a) Calculated for proposed beam 
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FIGURE CAPTIOUS 


Fig* 1 

Fig. 2 
Fig. 3 
Fig. 4 


Fig. 5 
Fig. 6 


Fig. 7 
Fig. 8 

Fig. 9 


a) Positron decay asymmetry. 

b) Energy dependence of decay positrons. 

Layout of a muon channel In relation to the pion production target. 
Production geometry for a surface muon beam. 

▲ typical detector arrangement for uSR experiments vhere the applied 
magnetic field Is transverse to the beam direction. A B2 M F signal 
specifies a stopped muon and a subsequent A or an F specifies the 
decay positron. An additional detector at 90^ to the beam (not 
shown) may also be used. 

Logic diagram for transverse field uSR experiments. 

A USR time spectrum illustrating the precession oscillations and 
depolarization for three different temperatures. The sample was 
vanadium. The exponential decay of the muon has been removed and the 
background subtracted from the data. 

A typical longitudinal field arrangement for uSR experiments. 
Asymmetry In the oscillations of the positron time spectrum vs. 
degrader thickness. The target mas 1/8" thick Cu disk. Positron 
detectors at 0 ■ 0°, 90° (with respect to forward beam direction). 
Initial asymmetry vs. atomic number of target material, 90° and 0° 
positron detector averages. 
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